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510(k) SUMMARY

Submitted Information: JVC KENWOOIJ Corporation
3-12, Moriya-cho, Kanagawa-ku. Yokohama-shi,
Kanagawa, 221-0022 Japan

Contact Person: Tsukasa Tashiro. General Manager
Email: tashir-o.tsukasa~jvckenwood.com
Tel: +81.258.24.6611
Fax: +81.258.24.6617

Date Prepared: July 17, 2013

Device Name: 21.3 inch Monochrome Digital Mammography LCD Monitor MS55i2
(ML2l055, MD21 IG5)

Common Name: MS55i2, ML21055. MD21IG15

Classification Name: Class 1I
(Part 892 Radiology Devices
Sec. 892.2050 Picture Archiving and Communication System)

Predicate Device: 21.3 inch (54 cm) Monochrome Digital Mammography LCD Monitor
MS53i2 (ML,21053) (K1 11496).

Device Description: MS55i2 (ML,21055. N1D2I1G5) is a 21.3-inch monochrome LCD
monitor whose display resolution is 2048 x 2560 (landscape), 2560 x
2048 (portrait) supporting DVI (digital visual interface) and
DisplayPort.

Intended Use: 21.3 inch Monochrome Digital Mammography 5M pixel LCD Monitor
with sub-pixel driving techniques enabling 15M suhpixels to he driven
independently, MS55i2 (ML,21055, MD21IG15) is intended to be used in
displaying and viewing medical images for diagnosis by trained medical
practitioners. It is to be used in digital mammography I'ACS and
modalities including FFDM.

Substantial Equivalence: MS55i2 (ML,21055, MD21IG15) shares the same characteristics wvith our
predicate device MS53i2 (ML,21053) (KI 1496) except for the main
board, LCD panel and powver supply.
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Display System Description
1. Active-Matrix Liquid-Crystal Displays (AMLCD) panel manufacturer, technologyScreen size and

pixel pitch:
Screen size: 422.4n(l 1l x 3 37.92mnnV) at landscape displa'. 337.92mm(l 1) x 422.4mmn(V) at
portrait display. Pixel pitch: 0.flS5mm(ll I) subl-pixel pitch) x 0.1Ibmm( VI a landscape display.
0. l65imm H(I) x 0.OSnfiV i (sub-pixel pitch) at lxlrrit display
*Communicating ports:

Serial communication: USAI (Upstream x1. downstream x2j
2. Graphics card and software

* Digital-to-Analog converters: speed and precision:
Only lDigital operatijel, D igital to Analog conveneurs are not provided.

* Software included: calibration, QCIQA (procedures with required frequencies and action
limits):
Fltoku', calibration sofimare; cal led "Mcdix iSer optimliZCs the dibplay s perrormatnce u~ing
1)14I .I (ISI IP iunma and liniinene. Calibrlation is rceoii1:1imCnde q4larlerl'.

* On-screen GUI: I hi-screen ( 1 f is stl pnlwidc.
* Panel user controls: pox~cr s% itch

Technical Specification
1. Measuring Equipment

Rcltcr IC) List
2. Declared and actual (measured withi test pattern in the screen) array size:

D eclared array size (spe): 422.4inr 11) x .337.92mmn(V)
Actual array site (mecasured): 4223.S5m( II) x 3317.95i(VJ)

3. Luminanxce response
* max and min achievable luminance:

[SIFCj1 L uninance Nax ([.max)=]I 200cd/rn2. Luminance MinLmn 0.Scd/m'n2
* max and min recommended (operational) luminance:

ISI'IjI Luminance M-ax recommend: i.niaxtr)'iO0cd--m2. I mitn(r) - (h.Scd/11m
* intrinsic bit-depth of the panel: ISPlECI $bit per each subipixcl
* true output bit-depth by performing visual tes' t with gradient test pattern:

ISl'l.] 10 I.31'iI MraN scale (1276 steps) Lichie\ al h% I I hit H.;1 I (Lok-Up' le) in ilw lDisplay
hardwvare.

* intrinsic luminance response at 256 digital values:
ISPLC: tI) pe r dP<3(N)Q, diNl~s~dl' max crrtlr<2.)O0.

JNDsi' RMS error<l.OQI)
Aboive spie is based on AAIM-TIl8 1 Advanced Luminance Response. 4.3.5
Referi it) actual luminarnce ruspvnrse' data

* conformance to a grayscale function (i.e.. DICOM GSDF) at 256 digital values and angular
dependence of such conformance:
ISI'lWI Kii %%itliin .'- 1 0% dle% iation to DICONI GSDI' hnwj oil AAII'-1C. I
[hLti IinatO Resp)onlse 4 .3.4
Re kr k a3ctLIal I urnlin'IIIU rcSp nsc data inckl di nV angula IniJepeu ulce i iitil D ri% ing L evel V%

Delta 1. IA
* angular dependency o._f luminance:

[Sl-lI R' 175. K6&-30%
4. Luminance uniformity

ISPI £1Iless guam 3 0% hacd tin AAPI- IlU I1X4.4. Refibr to actual I uainance
un i irnil' data



5. Geometrical distortion
IPiILessithan 2.1)"A based tin AMIM-TG; I X. Refier to actual (iconiciriceal Distivn data

6. Display reflectance
* Si-directional reflection distribution function, or
* specular and diffuse coefficients (ISO 13406-2 by TUV) an5 nAI-I(,8

I SIPECI Refer to Max allmwahke ambient luminance in fables4an5oi A'-I;1
4.2.4
Refer- to actual Rellectane Data

7. Noise
* Pixel fill factor (feftos ISO 13406-2)

ISl'lCI 309u Mill. Ttbtbr to Data offPixel till factor.
* RMS (image variance) and noise power spectrum (weiner spectrum)

ISM (CI1. 1 Max at (lid~ I/- ill1/. MOl1I Jiut'r. Refer to actual data

8. Veiling glare
Gsi.j(lare Raitm fOR 400( tfiR ( 1 1-1 nilI -1 nt i based in A \11'M- 16 (18 4.7.4

Reler to acluadlim edre ratio d-at

9. Chromaticity
ISllI~j [Dlt W. v') 0.0 (1 measured at x8W., Linax based oil AA IM-IT; 1 8 4.8.4
Refir to Chn'muaticiry ftdual dtia

10. Artifacts
- pixel dropouts inclu 'ding spatial distribution (IS013406-2 by TUV):

ISPErCI Class (pixel) If. Refer to table 3 oni 3.4.13 ISO 1340(-2
* phase/clock issues flicker
- miscellaneous including ringing, ghosting, image sticking

[Sl'I.j By visible cheek. nit ringing. ghosting image sticking

11. Spatial resolution, spatial MTh
II )A I AI Heixr to actual %,I II data

12. Temporal response
* Temporal MTF, or
- rise and fall time constants for 5-95% and 40-600/ transitions b% ('10.

lll(IRise' ir.. I r. I all l'imu IC fVr I R35niS. Refer it) actUJl data

1 3. Stability (possibly determined via temperature or time stress tests) by TUJV
* of luminance response, of temporal response, of described artifacts

I SlE 'C1 Kii v %% ilhiii.1- 10% de%~ at ion to DICOi ( S Dl. based on A A II' 0 18
I unmiiiancCt spqUlnse 4.3.4 %~ ia te npeirature stress Li deg-(. 25deg('. 4OdegC.
Helix t, actual mecasured data

[fefxos =for example. following ... or similar]
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July 18, 2Q13
JVC KEN WOOD Corporation
V/6 Mr. Tsukiaulashiro
General Manager
3-12, Moriya-cho, Kanagawa-kU, Yokohama-shi
Kanagawa 221-0022
JAPAN

Re: K 131137
Trade/Device Name: 21.3 inch Monochrome Digital Mammography LCI) Monitor MS55i2

(ML21055. MD21IG15)
Regulation Number: 21 CFR 892.2050
Regulation Name: Picture archiving and communications System
Regulatory Class: 1I
Product Code: .12
Dated: April 19, 2013
Received: April 23. 2Q13

Dear Mr. fashiro:

We have reviewved your Section 5 10(k) premarket notification of intent to market the device
ref'erenced above and have determined the device is substantially eqiivalent (For the indicat ions
for use stated in the enclosure) to legally marketed predicate devices marketed in interstate
commerce prior to May 28, 1976, the enactment date ofithe Medical Device Amendments, or to
devices that have been reclassified in accordance with the provisions of the Federal Food. DrUg.
and Cosmetic Act (Act) that do not require approval of'a premarkei approval application (PMA),
You mav, therefore, market the device. subject to thle general controls provisions ci'the Act. The
general controls provisions of'the Act include requirements for annual registration. listing of'
devices, good manufacttiring practice, labeling. and prohibitions against misbranding and
adulteration. Please note: CDRH- does not eva]luate information related to contract liability
warranties. We remind yoti, however, that device labeling must be itru l and not misleading.

If'yotr device is classified (see above) into either class 11 (Special Controls) or class Ill (PMA),
it may be subject to additional controls. Existing major regulations aleting your device can be
lbund in thle Code of Federal Regulations, Title 21, Parts 800 to 898. In addition, FDA may
pubIi sh Fu rther an nouncem en ts concerning your device in the Federal Register.

Please be advised that FL)A's issuance o1'a substantial equivalence determination does not mean
that FDA has made a determ inat ion~ that your device complies with other requ irenments of the Act
or any Federal statutes and regulations administered by other Federal agencies. YOU m1ust
comply with all the Act's requtirements, inc lading. but not l imited to: registration and listing (2 1
C1R Part 807); labeling (2 1 CER Part 801); medical device reporting (reporting of mnedical
device-related adverse events) (2 1 CER 803); good manufacturing practice requiremnilts as set
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forth in the quality systems (QS) regulation (21 CER Part 820); and if applicable, the electronic
product radiation control provisions (Sections 53 1-542 of the Act); 21 CFR 1000-1050.

If you desire specific advice for your device on our labeling regulation (21 CFR Part 801) please
contact the Division of Small Manufacturers, International and Consumer Assistance at its toll-
free number (800) 638 2041 or (301) 796-7100 or at its Internet address
ihttp://wxww.rda.uov/Medica]Devices/ReSOtirceslbLrYou/nclusrv/(ief'iult.litin. Also, please note
the regulation entitled, "Misbranding by reference to premarket notification" (21 CER Part
807.97). For questions regarding the reporting of adverse events under the MDR regulation (21
CFR Part 803), please go to
httn)://www.fda,eov/MedicalDevices/Safetv/RcnortaProblemi/default.htm for the CDRH's Office
of Surveillance and Biometrics/Division of Postmarket Surveillance.

You may obtain other general information on your responsibilities under the Act from the
Division of Small Manufacturers, International and Consumer Assistance at its toll-free number
(800) 638-2041 or (301) 796-7100 or at its Internet address
http://wwwv.fdapgov/MedicalDevices/Resour-ccslrYou/industry/default.htim.

Sincerely yours,

for
Janine M. Morris
Director, Division of Radiological Health
Office of In Vitro Diagnostics

and Radiological Health.
Center for Devices and Radiological Health

Enclosure



Indications for Use

5 10(k) Number (if known): K131 137

Device Name: 21.3 inch Monochrome Digital Mammography LCD Monitor MS55i2
(ML21055, MD21I 105)

Indications for Use:

21.3 inch Monochrome Digital Mammography SM pixel LCD Monitor with sub-pixel driving
techniques enabling 15M subpixels to be driven independently. MS55i2 (ML-21055, MD21I 1G5)
is intended to be used in displaying and viewing medical images for diagnosis by trained medical
practitioners. It is to be used in digital mammography PACS and modalities including FFDM.

Prescription Use X AND/OR Over-The-Counter Use ____

(Part 21 CER 801 Subpart D) (21 CFR 801 Subpart C)

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE IF NEEDED)

Concurrence of CDRH, Office oflIn Vitro Diagnostics and Radiological Health (OIR)

(Division Sign-Off)
Division of Radiological Health

Office of/In Vitro Diagnostics and Radiological Health

5 10(k) KI31137
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